[Evaluation of the Autoscan-4 System for the identification of strains of the genus Salmonella].
A study was performed to compare the Autoscan-4 with conventional biochemical methods to identify isolates of the Salmonella genus. The Autoscan-4 yielded correct identification of the 99% Salmonella isolates at the genus and species level, but failed to identify 74% Salmonella isolates of the "Arizona" group, making necessary to perform subspecies biochemical reactions.